This study is devoted to in situ temperature measurement in diamond anvil cells (DAC) with implanted anvils (i-anvils). I-anvils consist of diamonds implanted with B and/or C ions, situated below the diamond's surface at a depth of 1-3 µm; forming sensors which are placed below the culet at the location of the DAC's sample chamber. I-anvils can be employed as temperature or pressure sensors, exploiting their electrical properties. We have tested the sensor's behaviour with temperatures up to 900°C, at ambient pressure and up to 6 GPa in real 
Introduction
In order to understand physical and chemical processes occurring in materials at pressure (P) and temperature (T), different approaches have been developed over the past decades in Earth sciences and condensed matter physics. The understanding of natural processes requires studies under real conditions; therefore new experimental methods have to be developed. The principle is to realize equilibrium conditions at pressure and temperature in the laboratory, in order to reproduce and access physical and chemical conditions of the studied processes in atmospheres or the interiors of planets. In this last case, experimentation is the only way to observe and characterize inaccessible processes occurring at P and T far from room conditions (RC). Since the middle of the 20 th century, a number of devices have been developed to realize high pressure and high temperature experiments in two directions: either to study quench products at RC after equilibrium at P and T has been achieved; or to study the equilibrium in situ. Diamond anvils cells [1] [2] [3] (DAC) are probably the most powerful tools in experimentation thanks to the use of diamonds as anvils because (1) they cover a large range of pressures, from a few MPa to few hundreds of GPa, and temperatures from -180°C to a few thousands of °C, from the interior of planets up to their surfaces; (2) they permit direct observation of the processes through the transparent diamonds in real time, free of any quench effects; (3) in situ characterization at pressure and temperature during experiments is possible through various spectroscopical techniques (X-rays, FTIR, Raman...). However, the success of such investigations relies on the exact determination of the parameters of the experiments: pressure 4-6 and temperature.
Depending on the T domain of investigation, different methods have been developed. The most commonly used is the measurement through two thermocouples (K-type within the range -180 to 1200°C), usually glued on the mid-slope of each diamond anvil 7 . As the thermal conductivity of the diamond is very high, T is assumed to be homogeneous for the whole insu-00449234, version 1 -21 Jan 2010
anvil. The advantage of employing a thermocouple is the accuracy (< 1°C), and the fact that it is not necessary to add temperature gauges in the sample chamber, which may interact with the sample during experiments. However, there are some disadvantages. As the measurement is not performed in the sample chamber of the DAC, there is a gradient between the position of the thermocouple (mid-slope) and the culet of the diamond. Therefore, T must be calibrated, assuming that the gradient is constant or linear. This is usually performed at room pressure through the observation of phase transitions of calibration standards, selected to cover a wide range of temperature. The thermal gradient is measured and corrected for by a linear relation. It is assumed to be also valid at pressures different from room pressure in the sample chamber. However, thermocouples may move and detach from the anvils during experiments. Rapid and repeated T cycles can weaken the thermal contacts used for T measurements. Then, the calibration is no longer valid and the temperature of the experiment may differ from the measurement. Additionally the thermal conductivity at the material boundaries (e.g. diamond/tungsten carbide WC seat) is a direct function of pressure. The best way to perform reliable T measurements during an experiment would be to place a T sensor in the sample chamber, in contact with the sample. This is possible through i-anvils [8] [9] [10] . The principle is based on the semiconducting properties of diamond known since the sixties 11 , and applied to industry 12 . When a diamond is doped with nitrogen (N) or boron (B), it increases the semiconducting properties. Recently, the implantation technique has been improved giving better control over the electronic properties of these devices 13, 14 . Since 2000, this technique has been applied to diamond anvils in order to create electronic sensors sensitive to pressure and temperature during experiments performed in diamond anvil cells 8, 9 .
The aim of this study is to demonstrate the advances in the use of i-anvils as temperature sensors during diamond anvil cell experiments.
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Experimental

Sensors principle and preparation
The principle of the T sensor is to create a p-i-p (positive-intrinsic-positive) structure, below the diamond culet, with ohmic properties sensitive to temperature and pressure. Once the sensor has been implanted into the diamond structure and properly connected to the electrical measurement device, a constant potential of 0.1 to 10 V is applied between two contacts of the sensor. The applied potential gives rise to a current which can be expressed as a resistivity signal. This signal is modified by the temperature and/or pressure applied on the sensor.
The physical mechanisms involved during this process are detailed in Zaitsev et al. 9 , Vogel et al. 14 , Prins 15 and will not be developed in the present study.
To realize the sensors, the p-i-p structure is implanted 1-2 µm below the surface of the culet of the diamond 9, 10 . The structure consists of two successive implantations of crossed boron lines (p-layers) at two different beam energies, corresponding to different implantation depths, followed by a carbon (C) implantation below the sample chamber position (Fig. 1 ).
This last implantation creates the intrinsic zone and connects the crossed lines electrically by an amorphous carbon region.
To connect the p-i-p structure to the measurement system, the B lines are connected to the surface of the anvil by a room temperature B implantation. These contact areas at the midslope of the anvil are graphitized and permit ohmic contacts to be made. A vacuum annealing step at 1500°C repairs the diamond lattice where possible and activates the B dopants. This annealing induces parasitic surface conductivity of the diamond. A cleaning step is necessary, either by acid attack or by O 2 plasma leaching, to remove the electrical conductivity of the diamond surface.
Diamonds with a standard design (culets with 8 faces) are used. They are bevelled to protect the implanted structure from possible "chip outs" induced by the metallic gaskets on the insu-00449234, version 1 -21 Jan 2010
-6-corners and edges of the culets during DAC experiments. The final external connections are realized by applying a Platinum (Pt) paste to the graphitized contacts, followed by a final annealing step. The so formed contacts are believed to be ohmic contacts 13, 15 .
For this study, four sensors were implanted in four IA-type diamonds. B implantations were performed at RUBION, Ruhr Universität Bochum (Germany) and at the ARAMIS, CSNSM, Orsay (France) accelerators. Micro-implantation of C was performed at the RUBION ion projector 16 . I-anvils preparation parameters are detailed in Table I .
Diamond Anvil Cells
We used two different types of diamond anvil cells. The first one is the Burchard-Zaitsev cell, described in Burchard et al. 17 ( Fig. 2 ). This cell has been especially developed for the use of ianvils, where the maximum obtainable pressure and temperature are 4 GPa and 1100°C
respectively. The body of the cell is equipped with a water cooling system and a reducing gas 
Experimental setup
I-anvils are connected to a source meter/pico-ammeter allowing measurements of low currents through the DAC. A constant bias potential of 0.1V to 10 V is applied to the sensor via two of the 4 contacts, and the current across the sensor is measured (Fig. 3 ). The applied potential and the measured current could also be used to express the sensor response in terms of resistivity (R=V/I). In our configuration, one single contact is used to attach the with the K-thermocouple that is attached to the i-anvil is compared to the electrical characteristics (resistivity or intensity) of the T sensor.
Results
Room temperature characterization of the sensors
Electrical properties of the sensors (resistivity R, in kΩ or intensity in µA) are measured at RC for two different bias voltages in the DAC after a few minutes (Table I) . We observe that insu-00449234, version 1 -21 Jan 2010
the bias value does not change the resistivity at ambient temperature, and neither does the polarity (A1B1 versus B1A1). However, it is more accurate for the current (or resistivity) measurements to input a higher bias: therefore our measurements are performed with an input bias of 10 Volts. No significant changes were noticed between an opened and closed DAC.
The influence of the introduction of a reducing gas in the cells' body (Ar-2%H 2 ) resulted in a slight increase of the resistivity but this is insignificant compared to the measurement uncertainty. The influence of water cooling was noticed in the measurements, evidencing the high sensitivity of the sensors to temperature changes.
Temperature measurements at room pressure
Before performing measurements through the sensors, the exact temperature of the sample chamber should be known. Therefore, an absolute T calibration is performed by observing known phase transitions of calibration standards at room pressure: the melting points of S 2 (112.8°C), NaNO 3 (306.8°C), CsCl (645°C) and NaCl (801°C). A complete temperature calibration was realized for Di6 (Fig. 4) . The data can be fitted by linear regression (slope = 1.0062) indicating a small temperature gradient. Once the calibration of the K-thermocouple has been performed against these melting points, we can relate the electrical measurements through the sensor to the real temperature of the sample chamber.
Different cycles of I (current) measurements as a function of temperature for the sensors Di2
and Di6 have been carried out. We realized current measurements through the p-i-p structure, because it corresponds to measurements performed through the i-anvil culet's sensor that is nearest to the sample chamber. Where k is the Boltzmann constant (eV K -1 ), T the temperature (K), and {I 1 ,E 1 } and {I 2 ,E 2 } are the fit parameters in Ω -1 and eV respectively.
The measured data cover the interval from RT (room temperature) to about 900°C. Here we consider two exponential terms, describing the electronic situation in the i-anvil 8 by attributing activation energies (E 1 and E 2 ). According to Wilson 20 , we assume that the conduction mechanism for low temperatures (up to about 400°C) can be attributed to defect conduction or Mott-hopping (nearest neighbour hopping, NNH), as the activation energies for this mechanism are in the range of kT at RT (= 0.026eV). In this region, the temperature changes the mobility of defect-induced carriers. values. In this region, the temperature acts primarily on carrier concentration.
A more detailed explanation of the electronic mechanisms involved is still under discussion.
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In practice, this parameterisation of the data delivers very accurate fits, with fit parameters as listed in Table II . The resulting fits are found to be close to the experimental data, within a relative error of ± 5%.
For the experiments performed in the Burchard-Zaitsev DAC (Di2 and Di3), we observed that the T calibration is very sensitive to disconnections of the anvils from the cell body, when the diamonds are connected through WC needles: when the cell configuration is changed between two cycles of measurements, two distinct laws of I variation were determined [ Fig. 6(a) ], especially for T > 300°C. We also observed by optical microscopy that connections through WC needles mechanically damage the external contacts of the diamonds by removing the Pt of the contacts. This may be the reason of the changes of sensor response. Finally, we observed during experiments that the anvils should be protected from any oxidation or degassing events (i.e. Molybdenum Mo, [ Fig. 6(b) ]) from the furnaces if the gas circulation is stopped. Such events modify the surface conductivity and/or cover the Pt contacts, isolating them from the WC needles. For the diamond Di6, which was connected with Pt wires, even after one wire has been broken and replaced, the values of the contacts were reproducible.
Pressure measurements at two selected temperatures
Two series of pressure-dependent measures have been carried out at fixed T, RT and 100°C, respectively (Fig. 7) . The diamond (Di1) was connected with Pt flexible wires in the pressure membrane DAC. The two series have been recorded during decompression with the same protocol as described above. We observe a fourfold higher sensitivity at 100°C with respect to RT. The measurements show a continuously rising behavior. Detailed analysis of the physical processes as well as a broader pressure range will be explored in a forthcoming manuscript.
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Discussion
We have tested four sensors implanted in four IA diamonds set up in DAC in real experimental conditions. Our results show that it is possible and reliable to measure the temperature in the sample chamber by using the resistivity or current intensity response of the sensor to a given applied potential.
We observed that the relation of temperature measured through a thermocouple versus current intensity is reproducible for successive heating stages (Fig. 5) . We determined that each sensor exhibits specific electrical properties and that it is important to establish current variation laws for the range of temperatures needed for any further experiments.
A sensor's response is different depending on the connection chosen between two of the four possibilities through the p-i-p structure. As the intensity of the signal increases with the temperature (resistivity decreases with temperature), it is required to choose the connection with the higher starting resistivity to realize more accurate measurements. We have established that the sensors are very sensitive to T: we found a maximum change of 166 µA for a 1°C variation [ Fig. 5(a) ]. Fig. 8 shows the current change versus temperature for a p-i-p structure implanted in a IIA diamond 9 for two different bias voltages. We observed a similar behaviour of the sensor with respect to T than for the three IA diamonds of the present study:
I variation laws as a function of T are of exponential-type (see Equation 1, Table II ). In A comparison of the measurements performed along a B line and through the p-i-p diode shows similar response to T changes. Whereas the p-i-p structure has been created to be more sensitive to pressure compared to a single implanted B line or two crossed distinct B lines 9 , it has the advantage to offer a smaller sensor area (70 x 70 µm²). This area is in touch with the sample through the amorphous diamond layer on top of the p-i-p structure, whereas measurements through a single B line reflect the temperature of the diamond bulk.
We have shown in Fig. 7 that temperature sensors are reliable also at elevated pressures of up to at least 6 GPa and give an exploitable signal.
The influence of pressure on the T sensor has to be determined. Actually, the use of sensors for pressure measurements is more difficult because the sensors are very sensitive to the insu-00449234, version 1 -21 Jan 2010
variation of temperature: a ΔT of 1°C would correspond to a ΔP of 0.1 GPa 9 . The sensor is so sensitive to temperature that the dissociation of the two signals is problematic. However, the data presented in fig 7 suggest that this dissociation is possible. Calibrations by using known phase transitions with respect to P and T, or in situ X-Ray diffraction measurements on pure materials such as gold 21 in the studied P,T range should provide very accurate T calibration.
Maybe the final C implantation at the cross of the B lines is not necessary to use the sensor as a T sensor, as it would diminish the sensitivity of the sensor with respect to pressure. Further studies are necessary to answer this question.
Temperature determination through intensity measurements of implanted sensors is less difficult and even more accurate and reliable than K-thermocouple readout. The measurement spot is closer to the sample, and at a constant position below the sample chamber, protected by the diamond network. Sensor response has been demonstrated to be not affected by in situ X-ray spectroscopy or diffraction in the DAC 19 or by in situ Raman spectroscopy.
Conclusions and perspectives
In conclusion, we have demonstrated that sensors implanted in the diamond structure of diamond anvils, "i-anvils", are reliable, reproducible and accurate temperature sensors. The experimental conditions presently investigated cover up to 900°C and up to 5GPa. They can be routinely used during diamond anvil cells experiments after having been properly calibrated either with observation of phase transitions or by using in situ measurements such as X-ray diffraction on pure materials. We have shown that the sensors should be connected to the measurement devices (source meter pico-ammeter) with flexible Pt wires. This connection system is more reliable but should be improved in the future. The pressure effect on the T reading through sensors can be taken into account with a priori calibration insu-00449234, version 1 -21 Jan 2010 -14-performed at the P and T conditions of the experiment. The decoupling of the signal due to pressure versus the signal due to temperature signal in the p-i-p sensor will be the challenge of our future studies. In (a), the variation of I for Di2 is measured through A1B2 contacts via p-i-p structure. Two cycles of measurements are made at an interval of one day, with a change in the cell configuration. The two variations laws are exponential-type (see Table II) In (b), a probably Mo degassing occurred during the experiment. The three laws are exponential-type (see Table II ). Increasing bias voltage seems to enhance the accuracy of the current variation with temperature. 
